A loop mediated isothermal amplification (LAMP) assay for ORF1 of Neisseria gonorrhoeae was able to tolerate urea concentrations of 1.8M and below, compared with a PCR assay which was functional at concentrations of <100mM. The LAMP assay was as sensitive as the PCR assay, whilst faster and simpler to perform.
Gonorrhoea is the second most common sexually transmitted infection in the developed world (1) with 106 million incidences of gonorrhoea infection reported yearly worldwide (2) , representing a significant global health burden.
Nucleic acid amplification testing (NAAT) for gonorrhoea is becoming more widespread. NAATs offer unparalleled specificities and sensitivities, with PCR assays typically boasting sensitivities and specificities of >95% and 100% respectively, compared with sensitivities of ~68% obtained via culture (3) .
LAMP is a novel nucleic acid amplification method, designed to amplify target nucleic acid in a highly specific and rapid manner, under isothermal conditions (4) . The LAMP reaction requires a constant temperature of ~63 o C, and can be easily carried out in a water bath (5) . LAMP assays enable a more rapid diagnosis than PCR based tests, offer improved sensitivities (6, 7) , and have a higher tolerance for inhibitors present in a number of clinical samples, including faeces and blood (8) .
Diagnosis of genital Neisseria gonorrhoeae infection by NAAT is carried out from a variety of sample types, including invasive swab samples and urine specimens. Urea, present in urine, is a known inhibitor of PCR at concentrations over 50mM (9) . Urea prevents the non-covalent bonding of the polymerase enzyme, and also interferes with primer annealing, hence inhibiting amplification (10) .
Diagnostically this leads to an increase in the likelihood of false-negative results and a reduction in assay sensitivity (11) . Although the concentration of urea in adult human urine is highly variable, a previous study (9) found the average concentration of urea to be ~300mM, above the minimum concentration needed for PCR inhibition. The most simple methods for nucleic acid extraction, such the preparation of a crude lysate, chelex based methods, or proteinase K digestion, are unsuitable for processing urine samples for PCR, due to their inability to remove the inhibitory urea, and the use of more complex extraction methods is recommended (12) .
In the present study, the minimum concentration of urea inhibitory to LAMP was determined, in order to test the suitability of the LAMP assay for testing urine samples with simple extraction LAMP reactions were set up using reagents from a Mast Isoplex DNA amplification kit (Mast Group Ltd, UK), accordi g to the a ufacturer's i structio s. Fi al pri er co centrations were 0.2µM F3 and B3, and 1.6µM BiP and FiP. Reactions were monitored in real-time using an ESEQuant Tube Scanner (Qiagen Inc., UK). Reactions were terminated by heating to 80 o C for 1 minute. The detection of reaction products from the PCR and LAMP reactions was carried out by electrophoresis, using 2% w/v agarose gels with UV transillumination. For endpoint visual detection, the 1µl intercalating dye was replaced with 1µl of calcein (fluorescent detection reagent; Eiken Chemical Co., Japan).
As a small scale test of the specificty of the ORF1 LAMP and PCR reactions, reactions were set up for each assay, containing 0.1µg of DNA from the following organisms; C. trachomatis (lab strain, serovar L2), Trichomonas vaginalis (ATCC 30001) and Pseudomonas aeruginosa (ATCC 15692). These organisms are all causes of urethritis. No amplification was seen, confirming the high levels of primer specificity.
The limit of detection of both the N. gonorrhoeae ORF1 PCR and LAMP assays was found to be 20 copies of the N. gonorrhoeae genome ( To determine the minimum concentration of urea inhibitory to both the ORF1 LAMP and PCR assays, LAMP and PCR reactions, including 0.1µg of N.gonorrhoeae DNA, were formulated with the following concentrations of urea; 1mM, 10mM, 100mM, 1M, 2M. Additional ORF1 LAMP reactions were carried out with 1M, 1.2M, 1.4M, 1.6M, 1.8M and 2M urea to define the sensitivity of the reaction at these higher levels. Molecular grade urea powder (Sigma, UK) was dissolved at 30 o C in molecular grade water to 8.5M, then filter sterilised, diluted appropriately, and added in place of water to the LAMP reaction. The ORF1 PCR reaction tolerated a urea concentration of 10mM, whereas a concentration of 100mM proved inhibitory ( Fig.1.A. ). The LAMP assay detected N.gonorrhoeae DNA at urea concentrations of 1.8M and below ( Fig.1.B. ), demonstrating the increased robustness of the LAMP assay to urea mediated inhibition.
The application of LAMP for the direct detection of N. gonorrhoeae DNA from urine samples was demonstrated by carrying out ORF1 LAMP reactions on 5µl samples of both molecular grade water and human urine spiked with 2x10 3 copies, 2x10 2 copies, 20 copies, 2 copies and 0 copies of the N.gonorrhoeae genome. The reactions contained 1µl of calcein to enable visual detection (15) . The urine used was taken from one individual over a 12 hour period, stored at 6 o C and used no later than 24 hours after excretion. The sensitivity of the LAMP reaction was not reduced by the presence of urine, with a minimum of 20 copies detectable in urine or water. Positive reactions underwent an orange to green colour change, which was unambiguous in natural light. The negative reactions remained orange, whether urine or water was used.
The ORF1 LAMP assay could detect the minimum copy number detectable by PCR, and required less ti e. The i clusio of calcei allows for the direct detectio of ≥ 0 ge o e copies fro uri e samples, after a 1 hour time period, and without requiring any specialist equipment. The ability of the LAMP reaction to withstand higher levels of urea than those found in human urine enables the detection of target nucleic acid from urine samples that have either not undergone a nucleic extraction process, or undergone a very simple process such as a heat treatment. This makes the ORF1 LAMP assay, in conjunction with calcein, well suited to the sensitive detection of N.
gonorrhoeae directly from urine samples in a resource poor setting. control. ORF1 PCR reactions were carried out from the same DNA dilutions, and the products were separated using electrophoresis and then visualised. , 20 and 2 copies of the N.gonorrhoeae genome. Time to amplification was taken as the time point that the fluorescent signal exceeded a manually set threshold line on the Tube Scanner Studio software package (Qiagen). A LAMP reaction containing 5µl of water instead of DNA was used as a negative control. ORF1 PCR reactions were carried out from the same DNA dilutions, and the products were separated using electrophoresis and then visualised. 
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